
EC  CERTIFICATE  OF CONFORMITY
Production quality assurance system, Annex V

of the Directive 93/42/EEC concerning medical devices

No. MD - 220/1/2009

We hereby declare that conformity assessment of the under mentioned
production quality assurance system in company:

MENSOR Zakład Mechaniki Precyzyjnej, A.J. Lewandowscy S.C.

ul. Węglarska 50; 04-689 Warszawa

for medical device, Class I with measuring function:

personal electronic medical scale (see attachment)

The Certificate remains in force, provided by the manufacturer to undergo regular surveillance
and compliance with the requirements defined in the Contract No. BR-149/MD-021/2009.

This certificate is valid:
from until2009-11-24 2014-11-23

Date of issue: 2009-11-24

PCBC S.A. Kłobucka 23A St.
02-699 Warsaw, Poland

1434

POLSKIE CENTRUM BADAŃ I CERTYFIKACJI S.A.
POLISH CENTRE FOR TESTING AND CERTIFICATION

has been carried out of following the requirements of Polish legislation to which the undersigned
is subject, transposing Annex V of the Directive 93/42/EEC on medical devices.

We certify that the production quality assurance system conforms with the relevant provisions
of the aforementioned legislation, what evidences provided at the audit carried out by the

Polish Centre for Testing and Certification S.A.

Tadeusz Glazer
Director

for Testing and Certification



POLSKIE CENTRUM BADAŃ I CERTYFIKACJI S.A.
POLISH CENTRE FOR TESTING AND CERTIFICATION

personal electronic medical scale

Description

This certificate is valid from: until:2009-11-24 2014-11-23

Brand name:
Distributor:

MENSOR
MENSOR

Zakład Mechaniki
Precyzyjnej, A.J.
Lewandowscy S.C.
Węglarska 50 St., 04-689
Warsaw

Brand name:
Distributor:

PCE
PCE Deutschland

GmbH;
59872 Meschede, im. Lange4,
Germany

WE 150P1

WE 200P1

WE150P3K

WE150P3M

WE200P3M

WE150P3W

WE200P3W

WE150P3

WE200P3

WE300P1L

WE200P4

WM 150P1 50x90Z

PCE-PS-150 MPC

PCE-PS-200 MPC

PCE-PS-150 MCS

PCE-PS-150 MM

PCE-PS-200 MM

PCE-PS-150 MA

PCE-PS-200 MA

PCE-PS-150 MPS

PCE-PS-200 MPS

PCE-PS-300 MBW

PCE-PS-200 MSH

PCE-PS-150 MXL

1434

Type

Date of issue: 2009-11-24

EC  CERTIFICATE  OF CONFORMITY
Production quality assurance system, Annex V

of the Directive 93/42/EEC concerning medical devices

No. MD - 220/1/2009

Attachment: list of device types:

PCBC S.A. Kłobucka 23A St.
02-699 Warsaw, Poland

with display on the cable

with display on the cable

chair scales

with mechanical measuring system

with mechanical measuring system

with electronic measuring system of high

with electronic measuring system of high

the display mounted on the pipe arm

the display mounted on the pipe arm

bad scales

with balcony

special

Type

Tadeusz Glazer
Director

for Testing and Certification
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